Polyethylene bearing component failure and dislocation in the triaxial elbow. A report of two cases.
Two cases of polyethylene bearing failure in the Triaxial elbow are presented. Although these were low-demand patients with the prostheses properly aligned, the severity of the wear suggests inadequate prosthesis design.